An introduction to future truly wearable medical devices--from application to ASIC.
This talk will provide an introduction to the "Towards future truly wearable medical devices: from application to ASIC" mini-symposium. For user comfort and acceptance long term physiological sensors must be discrete, comfortable and easy to use. These requirements place stringent limits on all aspects of the system design: from the overall application aim, to power generation issues, to low power electronic design techniques. For successful devices design issues in all of these areas must be solved simultaneously. The work here presents an overview and introduction to these topics.